SI-1. Dual-column confirmation analyses were performed to provide two separate PCB analyses using two different column stationary phases (Agilent DB-XLB and Ultra II) and column lengths (60m and 25m). This allows for the unique determination, comparison, and confirmation of monitored compounds, and is a required element of many USEPA analytical methods. The lists of congeners for the two columns are as follows.
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